	Date:
	Fri, Jul 11, 2003

	Instrument:
	HB3
	Experiment Number
	32

	Title:
	{Mo72Fe30} in Variox

	Users:
	O. Garlea, S. Nagler, C. Stassis, J. Zarestky

	Local Contact:
	S. Nagler, J. Zarestky

	Sample:
	deuterated {Mo72Fe30}

	Monochromator:
	PG002
	Analyzer:
	Pg002

	Fixed Energy:
	Ef=14.7000 meV
	Monitor Rate:
	

	Pre-monitor Beam Aperture Size:
	

	Collimations:
	Pre-mono
	Mono-Sample:
	Sample-Analyzer:
	Analyzer-Detector:

	
	15.00
	20.00
	20.00
	30.00

	Zero Offsets:

New:

Old:
	M2 (2M)
	S2 (2S)
	A1 (A)
	A2 (2A)

	
	
	
	
	

	
	0.0085
	-0.1010
	-21.7410
	0.2631

	Calibration

Scan #’s
	Ni powder
	
	Incoherent
	

	Comments:



	Signature:


